Iatrogenic uterine rupture caused by overinflation of RUMI manipulator balloon.
The RUMI uterine manipulator is a useful device for uterine mobilization and chromopertubation during laparoscopic surgery. We report two cases of iatrogenic uterine rupture caused by overinflation of the intrauterine balloon of the RUMI manipulator during chromopertubation. One rupture, which occurred on the uterine fundus, simply was sutured during surgery. The other rupture, which occurred into the uterine lateral wall, caused retroperitoneal hematoma. A second operation was required to treat this complication. Overinflation of the tip balloon of the RUMI manipulator during chromopertubation can cause uterine rupture that can result in massive hematoma.